[The aberrant characteristics of the optical systems of medical endoscopes built on the basis of gradient optics. 2. Chromatic aberrations].
The chromatisms of position and magnifying power in the gradient optics-based systems are dealt with. Modes of minimizing their chromatic aberrations are shown.